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4C FRIDGE

CENTRIFUGE

33"X31"X70.5"

34"X29"X65"

26"X27"X16"

30X30 BASE CAB

W/ TOP DRAWER

& DOUBLE DOORS

(1) (E) SHELVE

36"WX42"HX16" WALL

36"WX42"HX24"D

BASE CAB

27"X24"X33"
36"X24"X33"

(E) SHELVING, REMOVE BOTTOM SHELVE

AND INSTALL TOP SHELVES

7'-6"WX25"D COUNTERTOP

(2) 30"WX33"HX24"D

4C FRIDGE

33"X29"X65"

INCUBATOR

31"X23.5"X36.5"

HOOD

77"X34.5"X94"

TISSUE CULTURE

5'

(4) OPEN BASE CABINETS, EACH WITH (1) TOP DRAWER. ADJ. SHELVES

OPEN BASE CABINETS

BASE CAB- SLIDING DR

(2) ADJ. SHELVES

CAB- SLIDING DOORS
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C-319

MIN.18"

14'-3"LX25"D COUNTERTOP, FINISH HT- 34"AFF

ALL BASE CABINET COUNTERTOP TO HAVE

4" BACK SPLASH TYP.

NO BASE

CABINET

INSTALL (R)

SHELVING UNIT

CONTRACTOR TO PROVIDE AND INSTALL POWER STRIP

ABOVE THE BACK SPLASH, WITH MIN. (6) OUTLETS.

POWER STRIP TO MATCH (E).

INSTALL (1) DUPLEX

OUTLET AT +/- 46" AFF

(N)

(N)

(N)

ADD (3) DUPLEX OUTLETS

ON SIDE WALL AT 46"+/- AFF
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